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ABSTRACT

We present a technique for comparing the scattering parameter measurements made with
respect to two vector network analyzer calibrations. This method determines the worst-case
measurement error bounds on any calibration from a benchmark calibration, assuming the two
are similar to first order. We illustrate our method by examining the differences between an
open-short-load-thru (OSLT) and a sliding load calibration, both of which are available
commercially on a variety of vector network analyzers.

INTRODUCTION

In this paper, we develop the ability to quantify the difference between scattering parameter
(S-parameter) measurements made with respect to any two vector network analyzer (VNA)
calibrations. Our model assumes that the switching and isolation errors in the VNA are either
negligible or have been correctly accounted for. Then, assuming that the two calibrations in
question are similar to first order, we determine worst-case deviations between the measured S-
parameters.

Certain methods of calibration, such as multiline thru-reflect-line (TRL) [1], provide high
accuracy, while others are less time consuming and make use of simple standard artifacts. Thus,
many users may wish to obtain detailed error bounds on a simpler calibration with respect to a
benchmark calibration of known accuracy. The ability to compare calibrations can give them a
quantitative way to help determine if a more convenient calibration scheme will meet their
accuracy needs.

Williams and Marks [2] recently developed a technique for comparing calibrations. In
summary, their method makes use of a benchmark two-tier muitiline TRL calibration performed
with respect to an initial calibration whose accuracy is of interest. This procedure has proven
useful in a number of situations, including the verification of probe-tip calibrations [3,4] and
line-reflect-match calibrations [5,6]. The only difficulty with this comparison is that a two-tier
calibration scheme is required. Since most VNAs do not usually come equipped with this
capability, external calibration software is required to obtain the desired error bounds.
Oftentimes, however, users are interested in comparing two commercially available calibration
schemes.
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CALIBRATION COMPARISON

A two-port VNA, shown in Fig. 1, in which the switching and isolation errors are either
negligible or have been correctly accounted for, provides a measurement M, of the product of
three matrices:

M, -XT7Y, (1)

where T, is the cascade matrix of the device i under test, X and Y are constant, nonsingular
matrices which describe the instrument, and
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is the reverse cascade matrix corresponding to Y [7]. The calibration requires connecting a
number of standards whose cascade matrices 7; are assumed to be known. When
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Figure 1. A two-port vector network analyzer provides a measurement of the product of three
matrices, where T is the cascade matrix of the device under test, and X and Y are matrices which
describe the instrument.



enough measurements M, are available, the matrices X™ and Y™ are determined, and the cascade
matrix T™ of a device is calculated from the uncorrected measurement M by

u M Ly T 3)
TM - (XM MY M)y,

Assuming a 12-term error model, X™ and Y™ may be computed from the calibration
coefficients. One possible formulation is
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The calibration coefficients are illustrated in Fig. 2.
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Figure 2. Conventional network analyzer error model. S is the device under test. The top
diagram applies when power is applied to Port 1, the bottom for power on Port 2. The isolation
terms are omitted from this diagram.



If a second calibration Nis performed, the cascade matrix T~ calculated for the same device
is given by

TV - (X N1 MYV, )

Combining egs. (3) and (7) leads to

T - [(XM)' XV TV YV M) =XTNY. ®

The matrices X and Y are independent of the device under test and describe the differences
between measurements performed with respect to the two calibrations. If the calibrations are
identical, then TM=T", and X and Y are each equal to the identity matrix I. If the calibrations
differ, however, then

T =1 +&)TVN (I +8), ®)

where
S -X-1; 8-Y-1I (10)
are deviations from the identity matrix.
With this model, we would like to determine worst-case deviations between the measured S-
parameters S;*, which correspond to the cascade matrix 7% measured by calibration M, and the

S-parameters S;", which correspond to the cascade matrix TV measured by calibration N. If
| 6, | <1, the inverse cascade matrix of I+ 6" is approximated by

- ~ ~ - (11)
(I+8Y) =(I+8Y)_1z(l—3y) =1-8

if we keep only the terms which are linear in §,'. If | 6,*| <1 as well, T" is approximated by
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The expression for S, in terms of T™ is
1 1
Sy = = (13)
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To linear order,
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which implies
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We use the < to indicate the inequality is valid only when |§*|<1 and |§;|<1. The same
procedure is used to obtain the bounds
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If the §; are known, then these expressions give bounds for |SM-S;|. Whenever max|S;|<1,
which is satisfied by passive devices when the reference impedance of calibration N is real at
each port,

IS -8, <€, = 183, - 8] + 185] + 18] + 18] (19)
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and

1S, - S;l =e=max(e,,) . (23)

Note that these worst-case deviations are identical to those in the two-tier calibration comparison.
The difference between the two methods is in how the values of § are computed. In the two-tier
case, they are determined by the second-tier calibration, which identifies the error boxes relating
the two calibrations. In this case, the values of § are calculated from the difference of two first-
tier calibrations, as we have shown above.

ILLUSTRATION

To illustrate our technique, we compared an OSLT calibration to a sliding load calibration,
both of which are available commercially on a variety of VNAs. The two calibrations were
performed consecutively on a VNA using APC-7 connectors from 45 MHz to 18 GHz. Figures
3-4 illustrate the bounds on measured S-parameters for S, and S,,. Three curves appear on each
graph. The uppermost curve represents the calculated bounds between the sliding load and OSLT
calibrations, the middle one represents differences between actual measurements of a device for
the two calibrations, and the lowermost one shows the repeatability between two consecutive
sliding load calibrations. For S, we measured a 25 Q@ mismatch airline, and for §,, we measured
a 25 2 mismatch airline terminated with an offset short. The 25 2 mismatch airline was used
to add extra reflection and phase change to the measurement. The calculated bounds do indeed
bound the actual measurement differences at all frequencies.

In Figs. 3-4, the worst-case bounds between the two different calibrations suddenly increase
in value at 2 GHz. The reason for this is that the VNA’s built-in sliding load calibration requires
a fixed load for measurements under 2 GHz due to the poor performance of the sliding load at
low frequencies. In our case, we used the same load here as we did in the OSLT calibration.
Thus, below 2 GHz, our error bound simply measures the difference between two "identical”
OSLT calibrations.

CONCLUSIONS

We have shown a useful technique for verifying calibrations by computing worst-case
measurement bounds on scattering parameter measurements. We illustrated this method by
comparing two commercially available calibrations, and showed that the differences between
measured devices were always bounded by our calculated values.

We have found that, in comparing calibrations, the isolation terms are often negligible.
However, ignoring the switching errors can lead to inaccuracies [8].
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Figure 3. Worst-case error bounds and measured deviations for S;; between
an OSLT calibration and a sliding load calibration.
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Figure 4. Worst-case error bounds and measured deviations for S,, between
an OSLT calibration and a sliding load calibration.
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